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14 July 2017

San Jose City Water District
#2675, Maharlika Road, Brgy. Abar 1st.
San Jose City, Nueva Ecija

ATTN: Mr. Alberto E. Pajarillo
Project Name: : Not Supplied
Lab. Nos.: P00072397-01/06

Enclosed are the results for samples received by CRL Environmental Corporation and
tested for the parameters in the enclosed chain of custody.

Our DOH Accreditation with Accreditation No. 03-001-17-LW-2, is valid from January
01. 2017 until December 31, 2019, ¢

Likewise, our DENR Recognition with C. R. No. 02 /2013, will expire on June 01, 2018.

Please note that any unused portion of the sample/s will be discarded 30 days after the
date of this report, unless you have requested otherwise.

Thank you for the opportunity to service the needs of your company. Please feel free
to call us at (045) 599-3943 or (02) 552-5100 if we can be of further service 1o you,

Very truly vours,

& Sales Office: Lmt 609 Citviand 10 Tower | * 6815 H.\. dela Costa. Avala Ave.. North * Makati Cuty. Phalippines 1226
Tel: {632) 8404071, (6321 817-3307 * Fax. (632) 816-0329 * E-mail: ericrifabs.com * hup: \x'\\'\\'.crljuhs.;x)nz S

® Laboratory: Bldg. 2. Berthaphil Compound !. Berthaphil inc. Industrial Park. Jose Abad Santos Ave.. CFZ Pumpanga, Philippines
Tel: (6345) 599-3943 * (A345) 499-6529 * (6321 S52-5100 * Fax: (6345) 599.3963
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Tlest Description Results Units ! REG LT Test Methods ! Date Analyzed | 8y I 2o
i
‘Sample No.: P00072397-01 DateSampled: 06-20-17 03:50
|Sample ID: MALASIN PUMPING STATION Matrix: Drinking Water
etals-
Arsenic™ <0.01 mgi 001 SDODC. Specrophoiometry oren? MEC 1’
Qadmium** <0.003 mgi 0.003 Fiame AAS 0512017 Mec 1
tfon™ <005 mgh 10 Flame AAS o717 PPS 15
Lead <0003 mgiL om Grapnile Fumace AAS 082317 PPG 1%
Manganese** <001 mgL 04 Flame AAS 0220117 PPG 15
‘r fvet Chemistry-
pH*. Laboratory @ 24 8°C 63 - 6§5.85 Electromatric Metnod canRoNnT ML) 1
Celor* <3 Apparent CU 0 Visual Comparisan Cer20it7 DO 15
Turbidity** 0.30 NTU s Nephe'cmetry (Turbidimeter) osroNT EMA 15
Total Dissolved Solids** 199 g 00 Gravimetry (SM2540 C) i 03123117 EMA ®
Nitrate** 1.7 mgiL 50 Cagmaum Reducton Method ognzanT C 1
Chicrige™ 8.4 moL 250 Argentometne Mathod {$M4500 Ci-3) o&EnT EMA 15
Suifate** 12 mgiL 250 \ Turtidimetric Method 0827117 W30 15
i >>> end of result set for Sample No.'P00072397-01 <<<
Sample No.: P00072397-02 DateSampled: 06-20-17 04:05
Sample ID: BELENA PUMPING STATION Matrix: Drinking Water
-Wmlb
Arsenic” <0.01 myL o0 SDOC. Spectrozholometry 71017 MBC 1’
Cadmium* <0.003 miL aces Flame A4S 0812017 MBC 1
jon* <0.05 mgiL 10 Fiame AAS o7RINT PPG 1
Lead <0003 mgi om Grapnite Furnace AAS 0323117 FPG i
Manganese** <0.01 mgil 0.2 Fiame AAS osnranT FFG 15
-Wet Chemistry-
pH*, Laboratory @ 25.0°C 67 . 65-85 Eleciromatic Methos 17 [
Colore* <3 Apparent CU 0 Visual Comparisen w7 oxo i
‘eraixy'- 035 NTU 5 Neghelomerry (Turtidmeter) 0872017 ENA "
Total Dissolved Sclids* 241 mgh 500 Gravimetry (SM2540 C) 08r23/17 EMA )
Nitrate** 13 myiL £ Cagmium Reduction Method cez2r7 JEC s
Chloride** 84 myL 25¢ Argentometric Method (SMES00 Ci-3) 08726117 EMA 18
Sultate** 1 oo 250 Tutidimetric Method osRTnT wWee s
>>> end of result set for Sample No.:P00072397-02 <<<
Sample No.: P00072397-03 DateSampled: 06-20-17 04:18
Sample ID: ENGARNACION PUMPING STATION Matrix: Drinking Water
-Melais-
Arsenic** <0.01 mgiL cot SDOC. Spectrophatemetry o7 MEC %
Geadmium* <0.003 mgiL com3 Fleme AAS osrzonT MBC ®
lron™ <0.05 mglL 10 Flame AAS 070317 P5G 1
Lead <0.003 mgiL 00t Graghite Fumaze A4S 0623117 PRPG 18
Manganese™* <001 mgil 24 Flame AAS 08728117 PPG 15
-Wet Chemistry-
pH"*, Laboratory @ 25.0°C 8.7 - 65-85 Etectromeinc Method 0620117 L] 15
Color™ <3 Apparemt CU 10 Visual Compansen o&/Z017 (X ola} 15
Turbidity** 0.35 NTU 5 Neghelomerry (Turheimetar) 068/20/17 EMA %
Total Dissolved Sclids* 240 ML s00 Gravimetry (SM2540 C; cerzanT EMA 1
thrate" 1.5 =l 80 Cagmuum Reduction Metnod 08722117 JEC 1§
Chiorice** 84 myiL 25¢ Argentomalric Method (SME500 Ci.B) oe/zsnT Ema "
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;;Tasl Descnption l Results l Units l REG LiMiT Test Methods Date Analyzed , By '
W .
“¥vet Chemistry-
Ifate’* 13 mgiL 250 Turdmetric Methoc oszTn? WweD 1%
l >>> end of result set for Sample No -P00072397-03 <<<
Sample No.: P00072397-04 DateSampled: 06-20-17 04:32
Sample ID: STO. NIO 1ST PUMPING STATION Matrix: Orinking Water
-Metals-
Arsenic™ <0.01 mgiL oo SDDC. Spectrophotometry 0741017 MeC 15
qwmmm" <0.003 meiL 0003 Fiame AAS 08/20117 MeC 1
ion™ <0.05 mei 10 Flame AAS o73NT7 PPG 15
Liad <0.003 molt oot Graphite Fumace AAS osr2an7? . PPC %
Manganese®” <001 maL ce Flame AAS 05729/17 PPG AL
<Wet Chemistry-
pH**, Laboratory @ 24 §°C 59 - 85.85 Electrometne Method 4 0820117 ML 15
QGolor** <3 Apparent CU 10 Visuat Comparisan osron? 2JCo 15
Turbidity*™ 030 NTY 5 Nephelometry (Turbicimeter) 0820117 EMA 15
Total Dissoived Sclids*” 280 mg/. 500 Gravimetry {SM254C Cj iy 032317 EMA 1
Nitrate** 06 myiL £ Cacmium Reduction Menod i osr227 JEC 5
Ghioride"* 32 mglL 250 Argentometric Method (SM¢500 C1-8) 0812817 EMA 1
Sulfate™* 11 mgi 25¢ Turtidimetnc Method 0827117 W82 1
>>> end of result set for Sample No P00072397-04 <<<
Sample No.: P00072397-05 DateSampled: 06-20-17 04:48
Sample ID: VILLA RAMOS PUMPING STATION Matrix: Drinking Water
-plhls-
Arsenic™ <001 mgh 001 SODC. Speciropnotometry 07017 VBC "
Gadmium <0.003 mon 0003 Fame A4S oer20i17 wac s
igon** <005 mgh 1.0 Flame AAS 07103117 PG 15
tleaa <0.003 moL 201 Graphite Fumace AAS cer2an? PPG 18
Manganese®" <0.01 mgi 04 Flame AAS oeizenT =rG E
-Wet Chemistry-
pH™". Lavoratory @ 24.8°C 65 - §5.85 Elecromec Methoa 0&r20117 ML s
olor** <3 Apparent CU 19 Visuai Companson 0872017 oI s
Turbidity™ 1.8 NTY 5 Nephelometry (Turbigmeter) 0820117 DT 15
Total Dissoived Solids™ T ess mgL 50 - Gravimetry (SM2540 C) 0823117 EMA 18
Nitrate** 33 mgiL 5 Cadmium Reduction Melhod 08122017 JEC .
Chlorde** 160 mgit 250 Argentomatne Method (SMA500 C-8) 05726117 EMA 5
Sulfate*” 18 mgiL 250 Turbicimetcic Methoa 0812717 weD %
>>> end of result set for Sample No.:P00072387-05 <<<
Sample No.: P00072397-06 DateSampled: 06-20-17 03:25
Sample ID: TONDOD PUMPING STATION Matrix: Drinking Water
-Metals-
Arsenic* <0.01 moll oot SDOC, Spectropnotometry ornen? MEC 0
Cedmium™ <0003 mgiL c003 Flame AAS 082017 MEC s
Iron™ <005 mgiL 10 Flame AAS o737 PPG 15
Lead <0.003 mglL 00t Graghite Fumace AAS 052317 PPG 5
Manganese** <0.01 mgL 04 Fiama AAS 0812517 PPG 15
i
-Wet Chemistry-
pH*. Laboratory @ 24.9°C 7.0 - 85-85 Eicctrometnic Metned 082047 ML 15
Color <3 Apparent CU 10 Visuas Comparison 0872017 2Jco 15
Turbidity** 0.60 NTU 5 Nephsiomelry {Turbicimeter) 0872017 EMA 5
Total Dissolved Solids™ 308 mgL £00 Gravimetry (SM2540 C) os/23NT EMA 15
Nitrate** 17 mgiL 50 Cagmium Rezuction Method o827 JEC 15
Chioride*” 19 mgiL 250 Argeriometric Melhod (SMAS00 C1-8) 052817 EMA 15
Sulfate** <50 mgiL 250 Turbidimetnz Methoo 08127117 WBD 15
4 1
{

{ >>> end of result set for Sample No.:P00072387-08 <<<
!
#>> end of result set for Lab No. P00072387. Total no. of samples 8naiyzed: 6 <<<

'TPAB aporoved parameter’s
Results are reported “as received basis”.
Shimadzu Analytical M Atomic ion S Y {AAS)
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of Water and Wastewater, APHA, AWWA. WEF, 22nd Edition.
Test Metheds for Evaivating Soird Wastes, Vol 1A, USEPA. Third Edition

Regulatory Limit Reference
*% Phitippine National Standards for Drinking Waler, 2007
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